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Abstract: Essential oils (EO) are complex mixtures of natural molecules with a great activity against 
bacteria, virus and fungi. Despite their wide use in folk medicine, their employment in medicine or 
in biomedical products is still scarce and there are only few studies in literature. Their antibacterial 
and anti-adhesive properties are of interest for the development of coatings or functionalization of 
implant surfaces, but also for non-implantable medical devices, with the advantage of a reduced 
bacterial contamination, without the risk of developing bacteria resistance. For a first attempt, a 
peppermint essential oil was used in this research. The aim of the work was to functionalize or to 
coat the surface of different materials (Ti6Al4V, Steel 316L) with different surface finishing (grinded, 
polished, and chemically-treated). The obtained samples were characterized by means of XPS, FTIR, 
Fluorescent microscope observations and tape test. These analyses highlighted the presence of 
grafted oil biomolecules, or of a coating, on all the substrates after the procedure of 
functionalization/coating with remarkable chemical stability (during soaking in water or washing 
with acid or basic solutions) and mechanical adhesion. The samples were also subjected to 
antibacterial tests selected in order to simulate non-implantable applications: the test showed a 
reduction of the adherent bacteria and their viability on coated surfaces. In conclusion, the research 
work shows the great potential of the use of essential oils for surface functionalization or coating of 
biomaterials to obtain enhanced antibacterial properties: according to the final application, different 
oils can be selected in order to obtain the desired effects. 
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1. Introduction 
As defined by European Pharmacopoeia [1], the essential oils are “Odorant product, generally 
of a complex composition, obtained from a botanically defined plant raw material, either by driving 
by steam of water, either by dry distillation or by a suitable mechanical method without heating. An 
essential oil is usually separated from the aqueous phase by a physical method that does not lead to 
significant change in its chemical composition”. 
Essential oils (EO) have attracted great interest in recent years within the scientific community. 
They have been used in the folk medicine since ancient time and they are recently used in the 
production of food packaging and medical devices. Essential oils have well known antibacterial 
activity, being interesting for multi-purpose uses because they could allow to avoid the side effects of 
antibiotics. In addition to antibacterial properties, they have also a wide variety of effects on human 
health such as cardiovascular protective effects, antitumoral effects, antinflammatory effects and 
many other positive impacts in the diseases involving free radical proliferations because of their 
antioxidant properties [2]. 
The EO have shown effects both on gram-positive and gram-negative bacteria [3] and they can 
be one of the responses to the increasing request of novel antibacterial agents. They are able to disrupt 
the bacterial wall interfering with the cell energy balance and damaging the cytoplasm [4]. The 
essential oils are also able to reduce the resistance of bacteria to antibiotics [5]. In the case of EO 
extracted from Mentha Species, the antibacterial activity is attributable in particular to the presence 
of alkaloids and phenols [6]. Mentha piperita (peppermint) essential oils which have a great amount of 
menthol and menthone have antibacterial activity, synergic antibacterial activity with antibiotics and 
the ability to increase cell permeability [7]. 
Despite the increasing interest on application of the essential oils coupled with biomaterials, in 
literature there are no papers dealing with the direct coating or functionalization of metallic surfaces 
with EO. The aim of the work is to coat stainless steel 326L and Ti6Al4V alloy for antibacterial 
purposes in non-implantable applications in biomedical fields and to functionalize the surface of a 
chemically-treated bioactive Ti alloy with EO biomolecules for implantable applications. 
2. Materials and methods 
2.1. Preparation of Ti6Al4V and Steel 316L Samples 
For the work, disks of Ti6Al4V Gr5 2 mm thick, 10 mm in diameter, and disks of steel 316L 2 mm 
thick and 14 mm in diameter were used. 
The samples were polished with an abrasive SiC paper up to 2500 grit ad than washed in order 
to clean them. Some of the Ti6Al4V samples were chemically treated in order to make the surface 
bioactive and rich in hydroxyl groups. The treatment was performed as explained in [8–10]. The 
treated samples were named “Chemically-treated” (CT). 
2.2. Functionalization/Coating with Mentha Piperita Essential oil 
For coating/functionalization, Mentha piperita essential oil (EssentialMenta, Pancalieri, Italy) 
was used. 
For the coating procedure, the samples were put in a plate, covered with 5 µL of EO and 
incubated in the dark at 37 °C for 48h. After the polymerization step, the samples were washed in 
water and dried at room temperature. The coating was obtained on the samples of Ti6Al4V and steel 
316L polished up to 2500 grit and on some samples of steel 316L polished up to 400 grit. The name of 
the samples was respectively Ti_Mint, steel_mint and steel 400_mint. 
The functionalization procedure was performed by soaking the samples in a solution of 50% 
EO/50% ethanol for 48 h at 37 °C, then the samples were washed a first time in ethanol, a second time 
in water and dried at room temperature. The samples obtained were named CT_50% mint (funz). 
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2.3. Fluorescent Microscope Observations 
Presence of the EO coating on the surface of the Ti6Al4V and Steel samples was observed with a 
fluorescence microscope (Leica DM5500 BLeica Microsystems, IL, USA) exploiting the autofluorescence 
properties of the essential oil [11]. The analysis was also performed after 3 h, 7 h, 3 days and 7 days of 
soaking in water to check the stability of the coating in contact with water. 
2.4. Tape Test 
The tape test was performed in accordance with the standard ASTM D 335L [12]. It was used to 
evaluate the coating adhesion to the steel 316L surface. The test was performed on Steel samples and 
evaluated by optical microscope observations. 
2.5. Resistance to Wash 
In order to test the resistance of the coating to typical cleaning solutions, the samples were 
cleaned with a wet sponge using three different solutions. An acid solution of H2SO4 0.1 N, a basic 
solution of NaOH 0.1 N and a commercial degreaser (Vegetale, Nuncas, Milan, Italy) [13,14]. After 
washing, the presence of the coating was evaluated macroscopically and by FTIR measurement (FTIR 
Hyperion 2000-Tensor 27, Bruker Optics, Ettlingen, Germany). 
2.6. XPS Analysis 
X-ray Photoelectron Spectroscopy analysis (XPS, PHI 5000 VERSAPROBE, PHYSICAL 
ELECTRONICS, Chanhassen, MN, USA) was performed on the surface of CT and CT_50% mint 
(funz) in order to show the chemical groups exposed on the surfaces and to check the success of the 
functionalization procedure. 
2.7. Antibacterial Test 
An antibacterial test simulating the condition of contamination of a surface for non-implantable 
applications with Escherichia coli was performed. 
Strain 
A commercially available Escherichia coli strain (E. coli, ATCC 25922, from the American Type 
Culture Collection, Manassas, VA, USA) was used for the experiments. Bacteria were cultured 
following Manufacturer’s instructions. Briefly, frozen samples were rinsed with 5–6 mL of fresh Luria 
Bertani (LB, Sigma, Milan, Italy) for 24 h at 37 °C. Then, few drops (50 µL) were spotted into an LB 
agar plate and incubated 24 h at 37 °C until single round colonies were formed. The plate was stored 
at 4 °C until use. 
Samples Infection 
Sterile samples were singularly seeded into 15 mL tubes by sterile tweezers. Sterile ultrapure 
water (Millipore) was contaminated by dispersing 3–4 bacteria colonies collected from the LB agar 
plate; the solution was adjusted to a 1 × 105 cells/ml concentration by optical density (o.d., 
corresponding to a 0.001 o.d.@600 nm) using a spectrophotometer (Victor, Packard Bell, LA, USA) 
and then further diluted until the final concentration was 1 × 103 cells/ml. Afterwards, the samples 
stored into the 15 mL tubes were submerged with 5 mL of the contaminated water and incubated at 
37 °C under continuous shaking (120 rpm) to simulate a flux of running water. 
Antibacterial Activity 
After 24 and 48 h of direct contact with the running infected water, the surface of the test samples 
was analyzed by means of adhered colonies viability and number using the alamar blue and CFU 
count assays, respectively. 
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For the metabolic evaluation, the specimens were collected from the tubes, washed gently 3 
times with PBS and moved to a new 24 multiwell plate; then, 1 mL of the ready-to-use alamar blue 
solution (alamarBlue® from Life Technologies, Milan, Italy) was added to each sample and the plate 
was incubated at the dark for 3 hrs. 
Then, 100 ml were collected from each well, spotted into a black-bottom 96 wells plate and the 
fluorescent signal evaluated by a spectrophotometer (Victor) at 490 nm wavelength. 
Statistical Analysis 
Experiments were performed in triplicate. Data were analyzed by the SPSS software (v25, IBM) 
using the ONE-way ANOVA and the Tukey’s post-hoc test. Significance level was set at p < 0.05. 
3. Results and Discussion 
3.1. Fluorescent Microscope Observations 
Fluorescence microscope images acquired on samples Ti6Al4V and Steel 316L bare, coated and 
after different steps of soaking in water are reported in Figure 1. 
The samples without the coating did not fluoresce as expected, while both Ti6Al4V and steel 
316L exhibited a fluorescence emission after coating. The fluorescence was almost uniform with some 
brighter spots probably due to the higher fluorescence of some biomolecules. The coating resulted 
still present after 3 h, 7 h, 3 days and 7 days of soaking in water. 
 
Figure 1. Fluorescent microscope observations (magnification 10×) on samples (a) Ti6Al4V and (b) 
steel 360L. 
3.2. Tape Tests 
The tape test was performed on all the coated samples before and after soaking in water. The 
classification resulted as 2B (the coating has flaked along the edges and on parts of the squares; the 
area affected is less than 35% of the lattice) [12] with partial removing of the outermost layers of the 
coating for both samples (Steel 316L and Ti6Al4V polished up to 2500). Instead, the steel samples 
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polished up to 400 has a classification of 3B (small flakes of the coating are detached along edges and 
at intersections of cuts; the area affected is less than 15%-microscope observations reported in Figure 2). 
The higher adhesion of the coating to the wrinkled substrate highlights that the increased 
roughness of the surface positively influences the adhesion of the coating by means of mechanical 
interlocking. 
 
Figure 2. Comparison between smooth steel samples and wrinkled steel samples coated with mint oil 
before and after the tape tests (magnification 10×). 
3.3. Washing Resistance 
For the steel samples, resistance to acid and basic solutions was also evaluated. 
The coating resulted still present after washing with the different solutions as demonstrated by 
the FTIR analysis reported in Figure 3. 
The spectra of all the samples are characterized by the typical vibrational peaks of oxygenated 
monoterpenes, which are the main components of the Mentha oil. The main peaks are listed in Table 1. 
 
Figure 3. FTIR spectra of the steel samples, coated with mint oil, between 600 and 4000 cm−1 before 
and after washing with basic and acid solutions. The asterisk * marks the typical band of atmospheric 
CO2. 
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Table 1. Peaks assignments of FTIR spectra. 
Peaks Assigmements [15] 
3450–3200 cm−1 stretching –OH 
2960–2870 cm−1 stretching C–H 
1780–1700 cm−1 stretching C=O 
1450–1370 cm−1 bending C–H (aliph), stretching C=C (arom) 
Only the samples steel_mint (H2SO4) showed a reduced intensity of the bands between 1750 and 
1300 cm−1 highlighting the loss of some compounds from the coating and its sensitivity to acid 
solutions. When washed with basic solutions, which are the main part of the commercial cleaner, the 
coating remained stable. 
3.4. XPS Analysis on Functionalized Samples 
The success of the procedure of functionalization on CT_50% mint (funz) samples was checked 
by means of XPS analysis, because only a very weak signal was detected by FTIR analysis. 
The high resolution spectra of carbon and oxygen regions are reported in Figure 4. 
 
Figure 4. HR spectra of oxygen and carbon regions of samples CT bare and functionalized. 
The samples showed an increase in the carbon content after functionalization and also a change 
of the intensity of the peak at 284 eV of C=C bonds, due to the biomolecules of the mint oil bonded to 
the surfaces. The other peaks at 285.2, 286.9 and 289.12 eV correlated respectively with C–C and C–H 
bonds, C–O bonds and C=O bonds are correlated with some biomolecules of the mint oil, but could 
also be ascribed to the surface contaminants that are affine to titanium surface considering that they 
do not significantly change after functionalization [8,9,16]. 
The HR spectra of the oxygen region showed for the CT samples the presence of two peaks due 
to the Ti–O bonds of titanium oxide ( 530 eV) and to the Ti–OH (532 eV) bonds due to the chemical 
treatment. On the spectrum of the functionalized samples, it is possible to see a reduction in the 
intensity of the peak due to Ti–OH bonds and the presence of a peak at 533.9 eV due to the presence 
of C–O and C=O bonds highlighting that some biomolecules from the mint oil are bonded to the OH 
groups on the surface [8,9,17]. 
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It can be concluded that both coating and functionalization allow to cover metal surfaces with 
mint oil, but, according to the different procedures, different types of biomolecules are grafted, in 
different amount and requiring different techniques of surface analysis. 
3.5. Antibacterial Tests 
Results obtained from alamar blue analysis on the samples surfaces are reported in Figure 5. 
The mint coating was able to reduce the amount of adherent metabolically active bacteria in a 
significant manner in comparison with bare control materials after 24 and 48 h of incubation. 
However, when the same results were considered in function of time, both control and mint coated 
samples showed an increase in terms of viable colonies, even if the difference between the two groups 
were still significant. The data highlighted a bacteriostatic effect of the coating. 
In general, none inhibitory effect was observed in the collected water specimens (data reported 
in Table 2). Accordingly, the mint coating seems not to release antibacterial compounds, which could 
induce cytotoxicity, but it acts through a contact mechanism. 
 
Figure 5. Alamar blue assay results after 24 h, 48 h and in function of time. Bars represent means and 
standard deviations; * = p < 0.05. 
Table 2. Water optical density (o.d.) after 24 and 48 h in direct contact with bare and mint doped samples. 
Water from Sample o.d.@24 h (means ± dev.st) o.d.@48 h (means ± dev.st) 
steel 0.035 (±0.0035) 0.046 (±0.0017) 
steel_mint 0.035 (±0.0040) 0.041 (±0.0023) 
4. Conclusions 
The relevance of the topic of this work deals with the need for innovation in the development of 
anti-adhesive surfaces, since a range of medical, laboratory and general purpose instrumentation 
requires antibacterial safety. 
To this aim, stainless steel 316L and Ti6Al4V, which are alloys used in the fabrications of 
different devices, were coated with Mentha piperita essential oils. 
The procedure of coating was developed for non-implantable device, while functionalization of 
the surface of chemically treated titanium alloy (CT) was developed for implant applications in 
contact with bone. 
The success of functionalization and coating treatments was highlighted by XPS or FTIR analysis 
that showed the presence of different biomolecules of the mint oil on the surface of the samples, 
according to the different procedures. 
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The coating on both stainless steel and Ti6Al4V samples resulted stable also after 7 days of 
soaking in water, as observed by fluorescence microscopy. Moreover, the tape test performed on steel 
samples showed a good stability of the coating which was increased by a higher roughness of the 
surfaces before the coating procedure. 
The coated steel samples were also washed with acid and basic solutions in order to test the 
resistance to cleaning and analyzed by means of FTIR spectroscopy which showed that the coating 
resists to basic cleaner and has only a little damage after acid cleaning. 
The mint coating on steel showed the ability to reduce the E. coli surface contamination 
highlighting an anti-adhesive behavior. 
The procedure of coating and functionalization performed with an essential oil seems to be a 
promising strategy to exploit their antibacterial activity for both non-implantable and implantable 
applications in biomedical field and it can be easily extended to other essential oils. 
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